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ABSTRACT 

Dugas, W A,  Fritschen, L J ,  Gay, L W ,  Held, A A,  MatthIas, A D ,  Reicosky, D C ,  Steduto, P and 
Sterner, J L ,  1991 Bowen ratio, eddy correlation, and portable chamber measurements of sensible 
and latent heat flux over irrigated spring wheat Agnc For Meteorol ,  56 1-20 

Measurements of the latent (LE) and sensible (H)  heat flux density in the atmospheric boundary. 
layer of ~rrigated crops have apphcatIons for understanding processes in agriculture and meteorology 
and for water management The objective of this research was to compare measured Bowen ratios 
and calculated LE and H from four Bowen ratio systems (BR 1-BR4) of different design with each 
other and with fluxes measured by three sets of eddy correlation instrumentation (H  and LE) and a 
portable chamber (LE) Measurements were made on 9 and 10 April 1989 in an ~rrigated wheat field 
at the Maricopa Agricultural Center near Maricopa, Arizona The Bowen ratio system designs varied 
m terms of temperature and humidity sensors and measurement arm movement  Bowen ratios were 
lower (more negative) on 9 April for all of the systems The range of the four Bowen ratios was 
greatest m the early morning and late afternoon ( + 0 1 ) and least around noon ( + 0 02) Measured 
net radmtion and soil heat flux density were constant in the Bowen ratio LE calculations The range 
of dayhme LE from the four systems on 9 Aprd and from three on l0 April was 11% and 1% of the 
mean LE, respectively The three eddy correlation H measurements were essentially equal to each 

*Trade and  company  names  are included for the benefi t  of  the reader  and  do not  ~mply any 
endorsement  or preferent ial  t r ea tmen t  of  the product  by the orgamzatxons wxth which the au- 
thors  are affil iated 
)Presefit address  D e p a r t m e n t  of  BIological Sciences, Stanford Umvers l ty ,  Stanford,  CA 94305, 
USA 
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other The average eddy correlation H was 82% and 69% of Bowen ratio H on 9 and 10 ~prfl, respec- 
tl~ ely whdst the eddy correlation L E  was 77% and 67% of Bowen ratio L E  on the two days On 9 and 
10 Aprd portable chamber L E  was greater than Bowen ratio L E  during periods of southerly winds 
owing to the effect of advecied energy to the southern field edge where chamber measurements ~ere 
made On 10 Aprd, portable chamber L E  was 125% of Bowen ratio L E  Th~s study has shown that 
(1) Bowen ratxos from mstrumentatmn of different designs were similar, (2) eddy correlation H 
from three systems were similar to each other and were shghtly less than Bowen ratm H, (3) eddy 
correlatmn L E  was consistently and slgmficantly less than Bowen ratm LE,  (4) measurements ot 
portable chamber L E  on the edge of a field were affected by surrounding condmons 

I N T R O D U C T I O N  

Measurements of  latent (LE) and sensible (H) heat flux density in the 
atmospheric boundary layer are useful for understanding processes in agri- 
culture and meteorology and for water management  applications, including 
calibrating and vahdatlng crop and water balance models and remote sensing 
assessments of crop status Several methods exist for LE and H measure- 
ments (e g lysxmeters, water balance, gas exchange with small and large 
chambers, mlcrometeorologlcal, and remote sensing), each of which has its 
own assumptions, spatial and temporal measurement scales, complexity, and 
expense 

The Bowen ratio-energy balance is a mlcrometeorological method for LE 
measurements that has often been used (Tanner, 1960, Frltschen, 1965, Blad 
and Rosenberg, 1974, Verma, 1990) with a typical accuracy of approximately 
10% (Sinclair et a l ,  1975) Recently, there have been several presentations 
of  new, or refined, designs of  Bowen ratio instrumentation (Blngham et al ,  
1987, Gay, 1988, Frltschen and Simpson, 1989, Held et al ,  1990) A com- 
parison of this new Instrumentation has not been conducted 

The eddy correlation micrometeorologlcal method can be used to measure 
LE and H directly by correlating fluctuations of  vertical wind speed with fluc- 
tuations of temperature and vapor density, respectively (Swlnbank, 1951 ) 
Recent availability of  reasonably priced commercial  instrumentation (Tan- 
ner et a l ,  1985, Shuttleworth et a l ,  1988 ) has increased the potential use of 
this method 

Portable chambers are mobile and can be used to measure LE from a vari- 
ety of treatments and locations The accuracy of this method has been dem- 
onstrated by comparison with lysimeters (Relcosky et al ,  1983 ), but the rep- 
resentativeness of portable chamber measurements was not addressed in this 
work 

There have been several studies (e g McNeil and Shuttleworth, 1975, Lang 
et al ,  1983, Tanner, 1988) comparing two of these methods, primarily Bowen 
ratio and eddy correlation Few studies have included portable chambers or 
the new commercially available eddy correlation instrumentat ion 

The objective of this research was to compare measured Bowen ratios and 
calculated LE and H from four Bowen ratio systems (BR 1-BR4 ) of different 
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design with each other and w~th fluxes measured by three sets of  eddy corre- 
lation lnstrumentat ton ( H  and LE) and by a portable chamber  (LE) 

METHODS 

Expert men tal stte 

Measurements  were made on 9 and 10 April 1989 over irrigated spring 
wheat ( Trtttcum durum Desf  'Aldente'  ) at the Marlcopa Agricultural Center 
(33 07°N,  111 9 8 ° W ) ,  Arizona The annual prempltat lon at the stte ~s ap- 
proximately 200 m m  The 709 m by 281 m field (Fig 1 ) was leveled for flood 
'rngatlon Sod is a reclaimed T n x  sandy loam (fine-loamy, mixed (calcar- 
'ous),  hyper thermm Typic Tornf luvents)  Wheat  was sown on 16 December  
988 m east-west ,  0 16 m wide rows About  112 kg N ha-~ had been apphed 

Lt the t ime of  these measurements  
The wheat field was bordered on the south and north by bare soil with a dry 

surface, on the west by lmga ted  pecans, and on the east by irrigated wheat 
(Fig 1 ) On 11 April, the wheat was at Zadoks scale 65, 1 e halfway flowering 
(Tot tman and Makepeace,  1979), the density was about  140 plants m - 2  the 
crop height was 0 97 m, and the green leaf area index and green stem area 
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F i g  1 Posmon of four Bowen ratio systems (BR I-BR4), three eddy correlation systems ( EC 1 - 
EC3), and portable chamber (PC) measurements in irrigated wheat field Two sets of instru- 
mentation were used with BRI, BR4, EC1, and EC3 
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index were 4 9 and 1 6, respectively (P Prater, personal communication, 
1989) 

The field had 238, 186, 158, and 101 mm of lrngatmn applied on 20 De- 
cember 1988, and 16 February, 14 March, and 2 April 1989, respectively On 
25 and 26 March 1989, a total of 33 mm of precipitation was measured The 
wind speed and direction, and wet and dry bulb temperature at 1 5 m were 
measured near Bowen ratio system No 1 (BR1) 

M e a s u r e m e n t s  

Bowen  ratio 
The L E  (positive upwards) was calculated from the following 

Rn - G  
L E =  - -  (1) 

1 + #  

where net radiation (Rn) and soil heat (G) flux densities were positive down- 
wards and the Bowen ratio (#) was calculated from the following 

#= exG 
- -  x - -  (2) 
L X  ~ Ae 

where P is atmospheric pressure, Cp is specific heat of dry air, L is latent heat 
of vaporization, E is ratio of molecular masses of water to dry air, and A T and 
Ae are finite differences of above-canopy potential temperature and vapor 
pressure In eqn (2), It was assumed that eddy diffUSlVities for heat and water 
vapor were equal, and that A T  and Ae were measured over the same height 
intervals Some previous research supports the assumption of equal diffusl~- 
1ties (Tanner, 1960, Dyer, 1974), but other research presents conflicting re- 
sults on this, especially under stable atmospheric conditions caused by local 
advectlon (Verma et al ,  1978, Motha et al ,  1979, Lang et al ,  1983) Mea- 
sured Rn and G were common for all L E  calculations (eqn ( 1 ) ) for each 
Bowen ratm system 

The Rn was measured at the BR 1 position with a Model 622 net radiometer 
( Sw~sstecho Type S- 1, Science Associates, Princeton, NJ ) mounted at 1 35 m 
above the soil Sensor sensitivity was determined by comparison with mea- 
surements in March 1989 over grass using a laboratory transfer standard of 
the same design 

G was calculated from storage above 50 mm and from the flux measured at 
50 mm with four Model HFT-1 soil heat flux plates (Radiation Energy Bal- 
ance Systems, Seattle, WA) using factory sensmvItIes and correcting for plate 
shape and differences in plate and soft thermal conductivity (Phihp, 1961 ) 
Storage was calculated from soft temperature measured as an average of tem- 
peratures at 17 and 34 mm depths at four locations and from soil heat capac- 
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ity (2 4 MJ m - 3  K -~ ) calculated from soil water content measurements  (F 
Nakayama,  unpublished data, 1989 ) Heat  flux plates and thermocouples were 
placed at under- and mid-row posit ions near BR 1 

The four Bowen ratio systems ( B R 1 - B R 4 )  were from 55 m (BR4)  to 102 
m (BR1)  north of  the southern field edge (Fig 1 ) The BR1 system was 258 
m west of  the eastern field edge For  each Bowen ratio system, temperature 
and humidi ty  measurements  were made at two heights The Bowen ratio sys- 
tems differed in terms of  sensors for AT a n d / i e  measurements  and measure- 
ment  arm movement  

Bowen ratio system No 1 (BR1) Measurements  were made continuously 
during the two days using instrumentat ion similar to the design of  Tanner  et 
al (1987)  Dry bulb and dew point  temperatures  were measured on two sets 
of  Instrumentat ion 3 m apart The heights of  the two fixed measurement  arms 
of  the first set remained at 1 6 and 2 6 m above the soil, while those of  the 
second set were moved  from these heights to 1 3 and 2 3 m at 07 00 h, Moun- 
tain Standard Time, on 10 April On each set of  instrumentation,  t w o / I T  
measurements  were made using two pairs o f  differentially-wired, unaspir- 
ated, unshlelded fine-wire (diameter,  25 4 a m )  chromel-cons tantan  ther- 
mocouples  The dew point  temperature  for each arm was measured using one 
cooled-mirror hygrometer  (Model  DEW 10, General  Eastern, Watertown, 
MA)  that sequentially sampled air from each measurement  arm for 1 mln 
The e for each arm was calculated from dew point  temperatures  measured for 
the last 30 s of  each minute Thus, there were two Bowen ratios, with a com- 
mon Ae, per set of  instrumentat ion One AT from the second set of  instrumen- 
tation was excluded from the analyses owing to atypical values (results not 
shown) Dry bulb and dew point  sensors were sampled every 2 s and 30 mln 
or 10 mln (after 13 10 h on 9 April) averages were calculated Three 10 rain 
Bowen ratios were averaged to determine half-hour Bowen ratios 

Bowen ratio system No 2 (BR2) Measurements  were made continuously on 
9 April and up until 14 00 h on 10 April using instrumentat ion described by 
Frltschen and Simpson (1989)  Dry and wet bulb temperatures  were mea- 
sured at 1 2 and 2 2 m above the soil with fan-aspirated, plat inum resistance 
temperature  sensors mounted  on measurement  arms that interchanged every 
15 mln to minimize sensor bias Ceramic wicks were used for wet bulb tem- 
perature measurements  The e was calculated from dry and wet bulb temper- 
atures Sensors were sampled every 30 s and 30 mln averages were calculated 

Bowen ratio system No 3 (BR3) Measurements  were made between, approx- 
imately, 08 00 and 18 00 h during the two days using instrumentat ion de- 
scribed by Held et al (1990)  Dry and wet bulb temperatures  were measured 
at 1 1 and 1 9 m above the soil with fan-aspirated, plat inum resistance tem- 
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perature sensors that were mounted  on fixed measurement  arms Braided cot- 
ton wicks were used for wet bulb measurements  Because of  fixed measure- 
ment arms, zlTand Ae measurements were adjusted using a constant bins taken 
from Held et al (1990) The e was calculated from dry and wet bulb temper- 
atures Sensors were sampled every 10-20 s and 5 or 10 min averages were 
calculated Half-hour averages of  Bowen ratios were calculated as a weighted 
average from 5 or 10 m m  averages 

Bowen ratio system No 4 (BR4) Measurements were made continuously dur- 
ing the two days using ins t rumentahon described by Gay ( 1988 ) This instru- 
mentat ion is similar to that of  BR2 Two sets of  instruments,  approximately 
25 m apart, were used Dry and wet bulb temperatures were measured at 1 0 
and 2 0 m above the soil on both sets of  Instrumentat ion with fan-aspirated, 
nickeMron resistance temperature sensors mounted  on measurement  arms 
that Interchanged every 15 rain to mimmlze  sensor bias Ceramic wicks were 
used for wet bulb measurements  The e was calculated from dry and wet bulb 
temperatures Sensors were sampled every 10 s and averages for 12 mm pe- 
riods were calculated using measurements  from 3 and 6 min and from 9 and 
12 min after measurement  arms interchanged The two Bowen ratios were 
averaged into a single Bowen ratio for BR4 Half-hour averages of Bowen 
ratms were calculated as a weighted average, from 12 rain averages 

Eddy correlation 
Eddy correlation instrumentat ion used m this study has been described by 

Tanner  et al ( 1985 ) and Tanner  (1988) For H, instrumentat ion consisted 
of  Campbell Scientific, Inc ,  (CSI, Logan, UT ) Model CA27 single-axis somc 
anemometers  (pathlength, 0 1 m, frequency response, 40 Hz) and fine-w~re 
thermocouples (type E, diameter,  12 5/~m, positioned 30 mm from somc 
anemometer  acoustic path)  The LE was measured using the somc anemo- 
meter and a CSI Model KH20 hygrometer Factory calibrations were used for 
all sensors Scanning frequency, measurement  height, position in the field, 
and azimuthal  orientation differed between the three sets of  instrumentat ion 

The H was calculated from the following (Tanner  et a l ,  1985 ) 

H = C p x p x w ' T '  (3) 

where p is air density which was calculated (Frltschen and Gay, 1979 ) from 
a~r temperature and pressure (assumed to be a constant 97 15 kPa),  w is ver- 
tical wind speed, and Tls  air temperature It was assumed the long-term mean 
vertical wind speed was zero (Dyer, 1961 ) The overbar indicates a time- 
averaged mean and primes indicate deviations from the t~me-averaged mean 

The LE was calculated from the following 

LE=L×w'p', (4) 
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where Pv is vapor density and LE was corrected for effects of  oxygen absorp- 
tion on p, measurement  (Tanner  and Greene, 1989) and of  air density on w 
(Webb et a l ,  1980) These two corrections were typically - 2 0  W m 2 and 
- 10 W m -2, respectively at midday 

Eddy correlation No i (EC1) Two sonic anemometers  and one hygrometer 
were used In this set of  ins t rumentat ion Measurements were made continu- 
ously for two days The two sonic anemometers  were 3 m apart, 2 15 m above 
the soil, at the BR1 position (Fig 1 ) and oriented toward the west The spac- 
ing between the first sonic anemometer  and hygrometer measurement  paths 
was 0 13 m At 07 30 h on 10 April, the second sonic anemometer  was moved 
to 1 64 m Signals from the two sonic anemometers  were scanned at 5 Hz and 
10 Hz, respectively Prior to 13 20 h on 9 April, the averaging interval for 
covanance calculations (Tanner  and Greene, 1989) was 15 mln and half- 
hour averages of  H were output  Averaging and output  intervals were 10 mln 
thereafter Half-hour H averages were calculated from 10 mln averages 

The two H values from the two sonic anemometers  were averaged for EC 1 
since they were essentially equal and independent  of  scanning rate or mea- 
surement height The root mean square error of  the half-hour H was 21 W 
m -2 and 9 W m -2 on 9 and 10 April, respectively The maximum difference 
between the two half-hour H values was +40  W m -2 on each day and there 
was no consistent pattern of  differences between the two H values The aver- 
age dayt ime H from the two sonic anemometers  differed by only 11 W m ~ 
and 7 W m-2 on 9 and 10 April, respectively 

Eddy correlation No 2 (EC2) The one sonic anemometer  used in this set of  
instrumentat ion was 1 8 m above the soil, positioned 84 m north of the south 
field edge (Fig 1 ), and oriented toward the west Measurements were made 
continuously for the two days Signals were scanned at 5 Hz Output  and av- 
eraging intervals were 12 mxn Half-hour averages of  H were calculated as a 
weighted average from 12 mln averages 

Eddy correlation No 3 (EC3) The two sonic anemometers  used m this set of 
instrumentat ion were 2 m apart, 2 0 m above the ground, positioned 60 m 
north of  the south field edge (Fig 1 ), and oriented toward the south Mea- 
surements were made from 09 00-19 00 h on both days Signals were scanned 
at 5 Hz Output  and averaging intervals were 5 mln Half-hour averages of  H 
were calculated from 5 mxn averages 

Because of  equipment  malfunction,  several H measurements  from the sec- 
ond sonic anemometer  were not available The average H from the two sonic 
anemometers  was used, except when data from the second anemometer  was 
not available When H from both sonic anemometers  was available, H from 
the second sonic anemometer  was approximately 10% lower (more nega- 
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t lve) ,  especially at large negative H The root mean square error of  half-hour 
H w a s  23 W m -2 and 17 W m -2 on 9 and l0 April, respectively 

Portable chamber 
The portable chamber  m this study was operated following the procedures 

of  Relcosky and Peters (1977)  The LE was calculated from the slope of  va- 
por density vs rime, chamber  volume, soil surface area, and latent heat of  
vaporization (Relcosky and Peters, 1977, Relcosky et a l ,  1983, Relcosky, 
1990, Relcosky et a l ,  1990) Clear plastic (Lexan) covered a square metal 
frame with a volume of  3 25 m 3 and an area of  2 67 m 2 The vapor density 
differences were measured with a BINOS (Inficon Leybold-Heraeus,  Inc ,  E 
Syracuse, N Y )  infrared gas analyzer, operated in the dlfferentml mode with 
a range of  _ 5 mmol  m o l -  1 and cahbrated (Relcosky et a l ,  1983 ) for a 5 °C 
dew point 

Measurements  were made  at the southern edge of  three of  the 28 m wide 
borders (Fig 1 ) Measurements  were made near the field edge because of  the 
need for tractor access On 9 April, the southeast corner of  the chamber  was 
5 5 m north and 3 7 m west of  the southeast  field border  corner Until 14 00 
h on 10 April, the southeast  chamber  corner was 8 2 m north and 5 5 m east 
of  the field corner Thereafter,  ~t was 11 9 m north and 6 7 m east of  the cor- 
ner Measurements  were made once per hour for 1 m m  m each border  The 
gas analyzer output  was measured every 2 s and data recorded between 30 
and 60 s after the chamber  was in place were used Measurements  within half- 
hour periods (e g 10 00-10  30 h)  and across borders were averaged There 
was httle variation m LE between the three borders The coeff ioent  of  varia- 
tion of  daily LE from the three borders was 7% and 3% on 9 and 10 April, 
respectively 

The large dmrnal  range of  dew point  temperatures  over the wheat caused 
problems because the gas analyzer output  became non-hnear when dew point 
temperatures exceeded 15 ° C When dew points m the chamber exceeded 15 ° C 
(typically, early af ternoon) ,  the slope of  vapor  density vs rime was calculated 
from 30-50 s after the chamber  placement  Data  recorded between 12 00 and 
15 30 h on 9 April were not  avadable due to equipment  failure 

RESULTS AND DISCUSSION 

On 9 and 10 April in the irrigated wheat field, max imum temperatures  were 
approximately 33 °C, min imum temperatures  were 10 and 16°C on the two 
days, dew point  temperatures  varied from about  3 °C m the early morning to 
about  15 ° C m the early afternoon, and max imum Rn and G on each of  these 
two clear days were approximately 600 W m -2 and 100 W m -2, respectively 
Wind speeds were greater on 9 April and gradually increased throughout  the 
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Fig 2 Half-hour averages of wind speed and direction (arrows point m the d~rectlon the wind 
ts blowing) on 9 and 10 Aprd Averages are plotted at the end of the period 
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F~g 3 Half-hour averages of Bowen ratio from four Bowen rauo systems (BR1-BR4) on 9 and 
10 April Standard devmtlon of three Bowen ratios for BR1 and absolute value of the range of 
two Bowen ratios for BR4 are shown as horizontal bars below data points Averages are plotted 
at the end of the period 

day  on  10 Aprd  (Fig 2)  T h e  wind  d i rec t ion  var ied  t h r o u g h o u t  each day 
(F~g 2)  On  9 April ,  the  wind  d i rec t ion  was sou ther ly  up  unt i l  11 30 h and  
wester ly  the rea f t e r  On  10 April ,  the  wind  d i r ec t ion  was nor thwes te r ly  to nor-  
theas te r ly  up  unt i l  10 30 h, was var iab le  unt i l  15 30 h, and  was wester ly or  
sou thwes te r ly  t he rea f t e r  

B o w e n  ratio 

Bowen  ra t ios  were  lower  ( m o r e  nega t ive )  on  9 Apri l  (Fig 3) T h e  large 
negat ive  Bowen  rat ios,  up  unt i l  10 00 h on  9 April ,  were  a resul t  o f  energy 
a d v e c t e d  to the  whea t  f r o m  the  dry  bare  sod field to  the  sou th  (Fig 1 ), caused  
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by high southerly winds (Fig 2)  Increases in Bowen ratios between 10 00 
and 11 00 h on 9 April were associated with a decrease In wind speed (Fig 2 ) 

There was little variation in the multiple Bowen ratios from BR 1 and BR4 
(Fig 3), except in the morning on 10 April The variation in Bowen ratios 
from BR4 was less than that from BR1 The average of  the standard devia- 
tions of  the three Bowen ratios from BR1 was 0 03 on both days, while the 
average of  the absolute values of  the range of  two Bowen ratios from BR4 was 
0 01 on both days There was no consistent bias of  individual Bowen ratios 
for either system (results not shown ) 

Variabihty between Bowen ratios from different systems can be more clearly 
seen by examining the differences between the Bowen ratio from each system 
and the mean of  the four Bowen ratios (Fig 4)  On both days, the range of  
Bowen ratios was greatest in the morning and afternoon (about  _+0 1 ) and 
least at a round noon (about  + 0 02 ) On 9 April, the differences were consis- 
tently positive for BR1, generally negative for BR4, and fluctuated from 
slightly positive to slightly negative for BR2 and BR3 On 10 April, Bowen 
ratios from BR2, BR3, and BR4 were similar throughout  the day whilst those 
from BR 1 were slightly lower in the morning and greater in the afternoon 

On both days, changes in wind direction (Fig 2)  did not affect the rela- 
t ionship between the four Bowen ratios (Fig 4) Since temperature  and va- 
por condit ions of  the surrounding surfaces varied markedly due to surface 
cover and irrigation amounts  this lack of  variation in Bowen ratios, despite 
changes in wind direction, suggests there was adequate fetch for all systems 
This is also supported by the small range of  Bowen ratios from the two sets of  
instrumentat ion for BR4 which were 55 and 80 m north of  the southern field 
edge 

Differences in measurement  arm heights affected A T  and zle The J T  and 
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Fig 4 Differences of  hal f -hour  Bowen ratios f rom four Bowen rat io systems ( B R 1 - B R 4 )  on 9 
and  10 April  Differences were calculated as the mean  of  the four Bowen ratios ( three after 
14 00 h on 10 Apri l )  minus  the indiv idual  Bowen ratio and are plot ted at the end of  the per iod 
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Ae from BR3 were biased low because measurement  arm spacing was only 0 8 
m vs 1 0 m for the other systems The AT was consistently greatest (least 
negative) from BR1, which had the highest sensors, and least (most  nega- 
tive) from BR4, which had the lowest sensors (Fig 5 ) The decrease in wind 
speed at 11 00 h on 9 April (Fig 2) caused an Increase in AT from all the 
systems 

Varxabtllty of  temperature  differences, as with the Bowen ratios, was less 
for BR4, which used lnterchangmg arms and aspirated, shielded temperature 
sensors, than for BR1 The mean of  the standard deviations of  the three tem- 
perature differences for BR1 was 0 06°C and 0 11 °C on 9 and 10 April, re- 
spectively The mean of  the absolute values of  the range of  the two tempera- 
ture differences for BR4 was 0 04 and 0 02 on the two days The larger 
varlabihty on 10 April for BR1 was caused by changing measurement  arm 
heights on the second set of  Instrumentat ion 

The Ae was greatest for BR4 and least for BR1 (Fig 6) and the varlablhty 
was s~mllar for both BRI and BR4 The mean  of  the absolute values of  the 
range of  the two vapor pressure d~fferences for BR1 was 0 01 and 0 04 kPa on 
the two days, comparable means for BR4 were 0 01 and 0 02 kPa Again. the 
varlat~on for BR 1 increased because of  changing arm heights 

The L E  calculated from the Bowen ratios was high for both days (Fig 7 ) 
On 9 April, the L E  calculated between 08 00 and 10 30 h was especially high 
because of  the advected energy The L E  calculated from all of  the systems 
decreased In association with the decrease in wind speed at 11 00 h (Fig 2 ) 
The L E  was still high, approximately 400 W m -  2, at 17 00 h on 9 April The 
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Fig 5 Half-hour averages of  dry bulb temperature difference (lower minus upper measure- 
ment )  from four Bowen ratio systems (BR I -BR4)  on 9 and 10 April Standard deviation of  
three temperature  differences for BRI and absolute value of  the range of  two differences for 
BR4 are shown as horizontal bars below data points ~verages are plotted at the end of  the 
period 
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Fig 6 Half-our averages of vapor pressure difference (lower minus upper measurement) from 
four Bowen ratio systems (BR1-BR4) on 9 and l0 April Absolute value of the range of two 
differences for BR1 and for BR4 is shown as horizontal bars below data points Averages are 
plotted at the end of the period 
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Fig 7 Half-hour latent heat flux density (LE) calculated from measurements from four Bowen 
ratio systems ( BR 1 -BR4 ) and measured by eddy correlation (EC) and portable chamber ( PC ) 
instrumentation on 9 and 10 Aprd Values are plotted at the end of the period 

larger L E  calculated from BR 1 and BR2 after 16 00 h on 9 April was assoct- 
ated with Bowen ratios from these two systems approaching - 1 0 (Fig 3 ) 
On 10 April, the L E  was lower m the morning and afternoon than on 9 April 
The range of  L E  across the four systems was less on 10 April (Fig 4),  pri- 
marily because Bowen ratios were near values where calculated L E  is rela- 
tively insensitive to variat ion m Bowen ratios (Angus and Watts, 1984) 

The range of  dayt ime L E  (07 30-16 00 h)  from the four systems was 11% 
of  the mean L E  on 9 April (Table 1 ) A greater L E  from BR 1 was caused by 
Bowen ratios near - 1 0 m both the morning and afternoon (Fig 3) On 10 
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TABLE 1 

Average latent heat flux density (W m -2) calculated from four Bowen ratio systems (BR1- 
BR4 ) and measured by eddy correlation (EC) and portable chamber (PC) instrumentation on 
9 and 10 April 

Date Hours BR 1 BR2 BR3 BR4 EC PC 
(h) 

9 April 7 30-16 00 603 554 540 545 - 
7 30-17 00 631 556 533 535 436(77) - 

10 April 7 30-14 00 404 432 431 428 - 
7 30-18 00 399 399 396 266(67) 497(125) 

Values in parentheses represent a percentage of average Bowen ratio latent heat flux density 

April, the range of daytime LE from BR 1, BR3, and BR4, which had data the 
entire day (07 30-18 00 h),  was only 1% of  the mean LE When data from 
all the systems were available, the range of LE from the four systems was 6% 

Eddy correlation 

The H was more negative on 9 April from all three sets of  eddy correlation 
instrumentation (Fxg 8) The three eddy correlation H measurements were 
similar Dugas ( 1991 ) also showed internal consistency for H measurements 
using this instrumentat ion The EC3 H was usually the greatest (least nega- 
tive), whilst H measurements  from EC 1 and EC2 were similar to each other 

0 
-100 
-200 
-300 
-400 

~'~ -500 
E 

o 
'-r 

-31111 

- 4 0 0  

-51111 

9 A P R ~ = ~ ~ ~  I ~  \ 

10 APR 

ECl EC2 EC3 BR 

8 10 12 14 16 18 
HOUR 

Fig 8 Half-hour sensible heat flux density (H) measured by three eddy correlation systems 
(EC1-EC3) and calculated as an average from Bowen ratio measurements (BR) on 9 and 10 
April Standard devlaUons of Bowen ratio H are shown below data points, except for the last 
two standard deviations on 9 April because they were off scale Averages are plotted at the end 
of the period 
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and were lower than those for EC3 (Table 2 and Fig 8) The similarity of H 
from EC 1 and EC2 was also reflected in similarity of vertical wind speed and 
temperature variances (results not shown) The greater (less negative) EC3 
H was probably caused by two factors 

( 1 ) The 5 rain averaging interval for EC3 excluded low frequency eddies 
(Tanner, 1988, Verma, 1990) and is most likely too short 

(2) The southern azimuthal orientation of the EC3 sonic anemometers re- 
sulted in periods when they were not pointed into the wind The EC3 H was 
very different from the other two (Fig 8) during periods of westerly winds 
(Fig 2 ) The EC 1 and EC2 sonic anemometers were oriented to the west 

The Bowen ratio H, calculated as a residual from the energy balance equa- 
tion using Rn, G, and the Bowen ratio LE, was often less ( more negative ) than 
that from eddy correlation instrumentation (Fig 8 and Table 2) Differences 
were greatest m the early morning and late afternoon of 9 April, partially be- 
cause of unstable calculations of Bowen ratio LE owing to Bowen ratios ap- 
proaching - 1 The differences between the eddy correlation and Bowen ratio 
H were generally less than the standard deviation of the Bowen ratio H (Fig 
8 ) The average eddy correlation H was 82% and 69% of average Bowen ratio 
H on 9 and 10 April, respectively The differences between the Bowen ratio 
and eddy correlation H were less in this study than those shown by McNeil 
and Shuttleworth ( 1975 ), perhaps because of the faster response of the sonic 
anemometer used in this study The underestimate of eddy correlation H rel- 
ative to Bowen ratio H may be explained by the following 

(1) Systematic overestimation of available energy This would have de- 
creased Bowen ratio H (i e ,  made it more negative) There is, however, no 
reason to beheve Rn measurements were systematically h~gh or G measure- 
ments were low Other measurements of Rn and G in the same field 
(L J Fratschen and L W Gay, unpublished data, 1989) compared favorably 
with measurements used in this study 

(2) Sonic anemometer frequency response G~ven the atmospheric stabil- 
ity condmons, sensor and canopy heights, and wind speeds during this exper- 

TABLE 2 

Average sensible heat flux density ( W m -  2 ) measured by three eddy correlation systems ( EC 1- 
EC3 ) and calculated from Bowen ratio (BR) measurements on 9 and 10 April The BR values 
were calculated as an average from four systems 

Date Hours EC1 EC2 EC3 BR 
(h) 

9 April 9 00-17 00 - -148(83)  - -155(87)  -- 135(76) --178 
10 April 9 00-17 00 - 3 5 ( 7 8 )  - 3 3 ( 7 3 )  - 2 5 ( 5 6 )  - 4 5  

Valuesm parenthesesrepresenta  percentage o f B R  senslbleheat f lux density 
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lment, corrections to eddy correlatton H because of sontc anemometer fre- 
quency response (Moore, 1986) would have been to make H more negative 
by approximately 5% This correction was not made 

( 3 ) The reference temperature ttme constant for the T' measurements (eqn 
(3))  may have been too short for averaging pertods (Gaynor and Blltoft, 
1989) This could have reduced the magnitude of eddy correlation H, al- 
though there were no abrupt changes m diurnal temperatures which would 
exacerbate this problem This would have reduced the magnitude of the flux 

(4) Assuming the equahty of heat and vapor eddy dlffuslvittes may not be 
valid under these stable atmospheric condmons If the ratio of heat and vapor 
dlffuslvltIes was less than 1, as suggested by Lang et al (1983) for stable 
condittons caused by local advectlon, the Bowen ratio H would have been 
increased (1 e been made less negative) and would have been more similar 
to the eddy correlation H However, if this dlffuslvlty ratio was greater than 
l, as suggested by Verma et al (1978) and Motha et al (1979), the differ- 
ences would have been increased It was not possible to independently calcu- 
late this d]ffuslvlty ratio from eddy correlation H and L E  measurements (e g 
Lang et al,  1983) owing to lack of energy balance closure usmg eddy corre- 
lation H and LE 

The sum of the average of the three H measurements and the one LE mea- 
surement, from eddy correlation instrumentation, was always less than the 
available energy, except at 13 00 and 13 30 h on 9 Aprtl (Fig 9) Canopy 
heat storage was not a significant factor in the canopy energy balance at this 
time (Tanner, 1960) Results also demonstrating a lack of energy balance 
closure with this instrumentation were presented by Tanner et al (1985) 
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Fig 9 Half-hour averages of available energy (net radiation (Rn)minus  soil heat (G) flux 
density) and the sum of eddy correlation sensible (H) and latent (LE) heat flux density on 9 
and 10 April Averages are plotted at the end of the period 
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More recent work (Tanner, 1988 ) showed a good energy balance closure with 
this instrumentation. However, LE m the latter study averaged only approx- 
imately 1 l0 W m -2 and an underestimate of LE, the most likely cause of lack 
of energy balance closure, would have had a smaller effect on closure 

The small differences between H from eddy correlation and Bowen ratio 
instrumentation (Fig 8 ), especially when Bowen ratios were not approach- 
ing - 1 (Fig 3), and the consistent and large underestimate of LE by eddy 
correlation instrumentation relative to that calculated from Bowen ratio mea- 
surements (Table 1 and Fig 7) support the premise that the lack of energy 
balance closure from eddy correlation instrumentation was primarily a result 
of underestimated LE Periods of energy balance closure (Fig 9) coincided 
with times when the eddy correlation LE and Bowen ratio LE were about 
equal (Fig 7 ) Klzer et al ( 1988 ) showed that alfalfa LE measured with the 
same eddy correlation instrumentation was only 81% of LE calculated as a 
residual from Rn, G, and eddy correlation H measurements 

Portable chamber 

The portable chamber LE was consistently greater than the average Bowen 
ratio LE on 9 April (Fig 7 ) The portable chamber LE did not show the same 
decrease, as did Bowen ratio and eddy correlation LE, at l 0 30 h on 9 April 
associated with the decrease in wind speed (Fig 2) On 10 April, the portable 
chamber and Bowen ratio LE were similar up until 15 00 h (Fig 7), where 
upon the portable chamber LE continued at a higher rate whilst the Bowen 
ratio LE and the available energy (Fig 9 ) decreased On 10 April, the porta- 
ble chamber LE was 125% of the average Bowen ratio LE (Table 1 ) 

The greater portable chamber LE in the morning of 9 April and the after- 
noon of 10 April was a result of energy advected to the southern field edge, 
where portable chamber measurements were made, owing to southerly winds 
up until 11 30 h on 9 April and southwesterly winds after 15 30 h on 10 April 
(Fig 2 ) This energy increased the portable chamber LE relative to that mea- 
sured by Bowen ratio Instrumentation, even though once the chamber was in 
place, plants were isolated from the surrounding conditions A similar effect 
on LE at the edge of a field of well-watered crops due to energy advected from 
bordering dry conditions has been documented by others (Davenport and 
Hudson, 1967, Brakke et al ,  1978, Dugas and Bland, 1989) 

C O N C L U S I O N S  

In an irrigated wheat field, LE and H measurements were made using Bowen 
ratio, eddy correlation, and portable chamber Instrumentation The Bowen 
ratios and calculated LE from four Bowen ratio systems were similar The 
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range of  Bowen ratios from the four systems was approximately +_ 0 1 m the 
morning and afternoon and approximately + 0 02 around noon The range of 
the four L E  values was approximately 10% for the two days Given the simi- 
larity of the Bowen ratio and the L E  from these different Bowen ratios sys- 
tems, It is appropriate to &scuss aspects of each design 

For BR 1, fixed measurement arms slmphfy power and electromc require- 
ments and allow for extended, non-attended field use (e g Dugas and May- 
eux, 1991 ) Using a cooled-mirror hygrometer for dew point temperature 
measurements on both arms ehmmates the problems of sensor bias for this 
measurement, although condensation m tubing and bottles upstream from 
the mirror may occur under high humldmes Using unasplrated, unshlelded 
fine-wire thermocouples, although easdy repaired and replaced, introduces a 
possible problem associated with radmtlon-mduced temperature errors 
(Bmgham et al ,  1987) especially with low wind speeds Thermocouples are 
also susceptible to breakage 

The BR2 and BR4 are similar in design and will be &scussed simultane- 
ously Systems of this design have been operated reliably for long periods in a 
variety of environments In this study, variations of  the Bowen ratio and AT 
between the two systems for BR4 were less than those for BR1 Interchanging 
arms minimize problems w~th sensor bias, but increase electromcs complex- 
lty and power reqmrements Resistance temperature sensors used m this study 
require adequate shielding and ventilation, increasing power consumption 
Wet bulb temperature sensors reqmre a system for maintaining a steady flow 
of water to ceramic w~cks and a perlo&c evaluation to ensure wicks are clean 

The BR3 is similar to BR2 and BR4 except measurement arms do not in- 
terchange Th~s simplifies electronics and power reqmrements, but may intro- 
duce errors in temperature and hum~&ty measurements owing to sensor bias 
This bins can, however, be accounted for by using the measured difference in 
wet and dry bulb temperatures when a common air source is passed over all 
sensors simultaneously (Held et al ,  1990) However, this correction is not 
hkely constant over t~me, sensors, or surfaces and must be known 

Eddy correlation H measurements using three sets of instrumentation, were 
essentmlly equal to each other on both days and were shghtly greater (less 
negative) than those calculated from Bowen ratio measurements The eddy 
correlation LE was slgmficantly and consistently less than the Bowen ratio 
L E  

The portable chamber L E  was consistently greater than that calculated from 
Bowen ratios at times when the wind &rectlon caused dry air from an adja- 
cent bare soil field to be advected to the field edge where chamber measure- 
ments were made These results suggest portable chamber L E  measurements, 
which are typically made near a field edge, may be significantly affected by 
energy advected from a nearby dry surface and thus may not be representa- 
tive of the entire field 
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Each of these types of instrumentation has positive and negative features 
Bowen ratio systems are relatively inexpensive A complete system (BR1), 
including data logger, sensors, and power supplies, costs approximately 
US$6 300 Bowen ratio measurements are independent of weather and pro- 
vide a measurement that is a spatial average of upwind conditions Fluxes, 
however, are calculated from and dependent upon the accuracy of other mea- 
surements Assuming equal eddy daffuslvltles may not be valid under certain 
conditions 

Eddy correlation instrumentation provides absolute measurements of H or 
LE without any assumptions regarding diffUSlVlties (Verma, 1990) The costs 
for eddy correlation systems used in this study are similar to those for Bowen 
ratio systems (sonic anemometer about US$2100, hygrometer about 
US$3900, and data logger about US$2000) These sonic anemometers do 
not operate properly during precipitation and can be damaged by 
precipitation 

Portable chambers provide an absolute, instantaneous measurement of LE 
at one point in space They are mobile, which allows for measurements at 
multiple locations over a reasonably short time period The costs for compo- 
nents (Relcosky, 1990) are high (about US$55 000 for the equipment used 
in this study) The key components, an infrared gas analyzer for water vapor 
and a data acquisition system, can be purchased for about US$12000 Sys- 
tems are not commercially available Measurement representativeness may 
be affected by the short temporal and small spatial extent of the measure- 
ments and by the surrounding surface conditions since measurements are often 
made near a field edge 

ACKNOWLEDGMENTS 

The authors acknowledge P Pinter and the Marlcopa Agricultural Center 
staff for their assistance at the study site, T C Hsiao for assistance with Bowen 
ratio system No 3, and F Nakayama for soil-water content data A A Held 
and P Steduto were supported by US Department of Agriculture Competi- 
tive Grant 88-37130-3849 to T C Hslao, UC-Davls 

REFERENCES 

Angus D E and Watts, P J ,  1984 Evapotransplranon - How good is the Bowen ratio method ~ 
Agnc Water Manage, 8 133-150 

Bmgham, G E,  Tanner, B D ,  Green, J and Tanner M,  1987 A Bowen rano system for long 
term measurement ofevapotransp~ratlon In Preprmt Vol, 18th Conf Agnc and For Me- 
teorol and 8th Conf B~ometeorol and Aerob~ol 15-18 September, Am Meteorol Soc, 
Boston, MA, pp 63-66 

Blad, B L and Rosenberg, N J ,  1974 Lyslmetnc cahbratlon of the Bowen rano-energy balance 
method for evapotransplratlon J Appl Meteorol, 13 227-236 



COMPARISON OF SX~ STEMS MEASURING HEAT FLUX 19 

Brakke, T W Verma, S B and Rosenberg, N J ,  1978 Local and regional components of sen- 
sible heat advectlon J Appl Meteorol, 17 955-963 

Davenport, D C and Hudson, J P ,  1967 Local advectlon over crops and fallow I Changes in 
evaporation rates along a 17-kin transect in the Sudan Gezlra Agnc Meteorol, 4 339-352 

Dugas W 4., 1991 Bowen rano and eddy-flux measurements o~er three surfaces Wetter und 
Leben, in press 

Dugas W A and Bland, W L, 1989 Effect of bordering soil surface mmsture cond~nons on 
evaporation from soybean Field Crops Res, 21 161-166 

Dugas W A and Mayeux, Jr H S, 1991 Evaporation from rangeland with and without honey 
mesqmte J Range Manage, 44 161-170 

Dyer A J 1961 Measurement of evaporation and heat transfer m the lower atmosphere b:y an 
automatic eddy correlation technique Q J R Meteorol Soc, 87 401-412 

D~er ~X J ,  1974 A review of flux profile relanonshlps Boundary-Layer Meteorol, 7 363-372 
Fntschen, L J,  1965 Accuracy ofevapotranspxranon detemamatlons by the Bowen ratio method 

Bull Int Soc Scl Hydrol ,2  38-48 
Fntschen L J and Gay, L W 1979 En~ lronmental Instrumentanon Sprmger-Verlag NY 216 

PP 
Fntschen, L J and Simpson, J R ,  1989 Surface energy and radianon balance s~cstems General 

descnpnon and improvements J Appl Meteorol, 28 680-689 
Ga3, L W 1988 4. portable Bowen rano system for ET measurements In Proc Nat Conf 

l ing ,  Drain Am Soc Civil Eng, NY, pp 625-632 
Gavnor J E and Bfltoft, C A,  1989 4. comparison of two sonic anemometers and fast-response 

thermometers J Atmos Oceamc Technol, 6 208-214 
Held, 4., Steduto, P,  Orgaz, F ,  Mat~sta 4. and Hslao, T C,  1990 Bowen rano-energy balance 

techmque for esnmating crop net CO2 assimilation, and comparison with a canopy chamber 
Theor 4.ppl Chin 42 203-214 

K~zer, M A,  Elhott R L and Stone, J F ,  1988 Hourly ET model calibration w~th eddy flux 
and energy balance data J Irrig Dram Eng, 116 172-181 

Lang, 4. R G ,  McNaughton, K G ,  Fazu, C,  Bradley, E F and Ohtakl, E 1983 lnequaht) of 
eddy transfer coefficients for vemcal transport of sensible and latent heats during ad~ecnve 
m~erslons Boundai3-Layer Meteorol 25 25-41 

McNeil D D and Shuttleworth, W J 1975 Comparatwe measurements of the energy fluxes 
o~ er a pine forest Boundary-Layer Meteorol, 9 297-313 

Moore, c,_ J 1986 Frequency response corrections tor eddy correlauon systems Boundar}- 
Later Meteorol, 37 17-35 

Motha R P Verma, S B and Rosenberg, N J ,  1979 Exchange coefficients under sensible heat 
ad~ectlon determined by eddy correlanon 4.gric Meteorol 20 273-280 

Philip J R  1961 The theory of heat flux meters J Geophys Res ,66 571-579 
Re~coskv, D C 1990 Canopy gas exchange m the field Closed chamber In N S Goel and 

J M Norman (Editors), Remote Sensing Rewews Instrumentation for Studying Vegetatton 
Canopies for Remote Sensing m Optical and Thermal Infrared Regions Harwood, N~ 5 
163-177 

Relcosky D C and Peters, D B, 1977 A portable chamber for rap~d evapotransp~ranon mea- 
surements on field plots Agron J ,  69 729-732 

Re~cosky, D C Sharratt, B S, Ljungkull, J E and Baker, D G ,  1983 Comparison of alfalfa 
evapotranspiratlon measured by a weighing lyslmeter and a portable chamber 4.gnc Mete- 
orol, 28 205-211 

Re~cosky, D C,  Wagner, S W and Devine, O J ,  1990 Methods of calculating carbon d~oxlde 
rates for maize and soybeans using a portable field chamber Photosynthetica, 24 22-38 

Shuttleworth, W J ,  Gash, J H C Lloyd, C R,  McNed, D D,  Moore C J and Wallace, J S, 



20 W A DUGAS ET ~.L 

1988 An integrated mlcrometeorological system for evaporation measurements Agrxc For 
Meteorol, 43 295-317 

Sinclair, T R,  Allen, Jr ,  L H and Lemon, E R ,  1975 An analysis of errors m the calculation 
of energy flux densities above vegetaUon by a Bowen ratio profile method Boundary-Layer 
Meteorol, 8 129-139 

Swlnbank, W C,  1951 The measurement of vertical transfer of heat and water vapor by eddies 
in the lower atmosphere J Meteorol, 8 135-145 

Tanner, B D ,  1988 Use reqmrements for Bowen ratio and eddy correlation determination of 
evapotransplration In DeLynn R Hay (Editor), Planning Now for Irrigation and Drainage 
in the 21st Century Irng and Drain Div, Am Soc Civil Eng, NY, pp 605-616 

Tanner, B D and Greene, J P ,  1989 Measurement of sensible heat and water vapor fluxes 
using edd~ correlation methods Final Report to U S Army Dugway Proving Grounds Dug- 
way UT, Contract No DAAD09-87D-0038 

Tanner, B D ,  Greene, J P and Bmgham, G E, 1987 A Bowen ratio design for long term mea- 
surements Am Soc Agrlc Eng Tech Paper No 87-2503, ASAE, St Joseph, MI 

Tanner, B D,  Tanner, M S, Dugas, W A,  Campbell, E C and Bland, B L, 1985 Evaluation of 
an operational eddy correlation system for evapotranspiration measurements In Proc ASAE 
Nat Sym Adv, In Evapotranspiratlon Am Soc Agric Eng, St Joseph, MI, pp 87-99 

Tanner C B, 1960 Energy balance approach to evapotranspiration from crops Soil Scl Sot 
Am Proc, 24 1-9 

Tottman, D R and Makepeace, R J ,  1979 An explanation of the decimal code for the growth 
stages of cereals, with illustrations Ann App Biol, 93 221-234 

Verma, S B, 1990 Micrometeorologlcal methods for measuring surface fluxes of mass and en- 
ergy In N S Goel and J M Norman (Editors), Remote sensing reviews Instrumentation 
for Studying Vegetation Canopies for Remote Sensing m Optical and Thermal Infrared Re- 
gions Harwood, NY, 5 99-115 

Verma, S B, Rosenberg, N J and Blad, B L, 1978 Turbulent exchange coefficients for sensible 
heat and water vapor under advectlve conditions J Appl Meteorol, 17 330-338 

Webb, E K ,  Pearman, G I and Leunlng, R ,  1980 Correction of flux measurements for density 
effects due to heat and water vapour transfer Q J R Meteorol Soc, 106 85-100 


